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GRANVILLE VILLAGE
POLICE DEPT 0.186
DATAMASTER dmt: 113306
Date: 04/24/2021 0.14
OPERATOR NAME 0.12
RYAN S PEDONE
Permit #: 35878 ,
Operator Adgency/Dept: GRANVILLE VILLAGE PD 0.10
Reference Standard #: 21020 [
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